Introduction
The Livermore Explosives Detection Program (LEDP) uses the computer code HADES [Aufderheide 2000 [Aufderheide , 2004 [Aufderheide , 2013 ] to model measurements of x-ray linear attenuation coefficients (LAC) of explosives measured with the MicroCT system in Lawrence Livermore National Laboratory's (LLNL's) High Explosives Application Facility (HEAF). Goals of the modeling include estimating trends in LAC values as functions of composition, density and diameter; providing approximate expected values against which to compare measurements; and, potentially, replacing measurements with simulations. To meet these goals with confidence it is necessary to understand how well HADES calculations match measured results. Because the HADES models for the HEAF MicroCT system are refined from time to time as new information is acquired or the system is modified, the process of validating the model against MicroCT measurements is an ongoing task. This paper compares recent HADES calculations of the linear attenuation coefficients  H and  L to previous measurements on the HEAF MicroCT system and to similar validation work by others, who have used the same experimental data as used here , Lennox 2011 , 2014 (1) and 2014(2)]. The subscripts H and L refer to "high" and "low" energy beams from the MicroCT x-ray tube -160kV bias voltage and 100kV bias voltage, respectively. The measured LACs come from reconstructed images of computerized tomographic (CT) x-ray scans and from analyses of individual digital radiographs (DR) obtained during those scans.
The main objective of the report is to investigate the impact that three changes have on validation results. First, we use a recently recalculated HADES baseline spectrum obtained by Aufderheide et al . [Aufderheide 2013 ], who updated the construction details of both the MicroCT x-ray tube and the detector array. Next, we add a 1.6359mm-thick ad hoc aluminum filter to the HADES beam path in order to produce statistically unbiased estimates of LAC. Finally, we compensate the experimental data for a drop-off of MicroCT output that occurred over the five months in which measurements were taken.
The report is organized into seven more sections. Section 3 provides background information. Section 4 discusses MicroCT measurements of LAC. Section 5 describes single-ray-path models for estimating LAC values. Section 6 discusses optimizing the HADES spectral model of the HEAF MicroCT System. Section 7 presents results. Section 8 summarizes. Section 9 suggests future work. Several appendices provide additional supporting details.
Background

HEAF MicroCT System
The HEAF MicroCT system has several components. A two-tray carousel holds a single cylindrical test specimen on its upper tray and six cylindrical reference specimens for quality assurance (QA) purposes on its lower tray. A bremsstrahlung x-ray tube with a sub-mm width spot simultaneously illuminates both trays of the carousel through a twoslit tungsten collimator, and an amorphous silicon x-ray panel detector records the digital radiographs. The cylindrical axes of the specimens are parallel to the axis of rotation of the carousel and perpendicular to the collimated fan beam passing through the main specimen on the top shelf of the carousel. Each MicroCT scan uses 400 angular views in steps of ½° at a given source voltage and detector integration time. Two x-ray voltages are used, 100kV with an aluminum sheet-metal x-ray filter and 160kV with the same aluminum filter plus an additional copper filter. The experimental setup is described elsewhere in more detail , Lennox 2012 -2014 ] and will not be described further here.
HADES
HADES is a radiographic simulation computer code developed and used by LLNL for a variety of applications. [Aufderheide 2000 and It uses ray-tracing techniques coupled to a library of atomic spectral properties [Cullen 1989 ] to model transmission radiography. A link to the CAD modeling software BRL-CAD [Butler 2002 ] enables detailed geometric modeling of objects and the components of the x-ray system. HADES can operate in batch mode, making it useful for doing parameter studies such as calculating the LAC of hundreds of materials in a single run. The set of all user-provided input together with the HADES code itself and BRL-CAD constitutes a HADES model of a system. Appendix D describes the software structure of HADES models used in this report.
The HADES model of the HEAF MicroCT system has grown from a simplified, onespatial-dimension approximation to a full-scale radiographic simulator capable of making both individual radiographs and collections of radiographs (scans) like those used in computerized tomography (CT). Currently, one key step remains in generating complete full-frame, end-to-end simulations of HEAF MicroCT system CT measurements: to apply image reconstruction software to HADES simulated scans, analyzing the results in the same way that experimental CT scans are analyzed. Such an end-to-end, complete simulation capability is planned for the future. At present, however, all HADES simulations used to date by LEDP model the LAC by tracing rays along a single, judiciously chosen ray path.
Previous Validation Efforts
Chen et al. ] published the first report on validating the HADES model of the HEAF MicroCT against measured radiographs. In that report, the chief metric for validation was the LAC of a central ray through a cylindrical specimen when the specimen was centered on the main x-ray axis of the HEAF MicroCT system. Chen et al. compared against measurements of 18 specimens chosen from 7 materials, each measured with 4 spectra. They reported a mean absolute-value of error of 2.4%, with relative errors spanning the ranges [-5.4%, 5 .4%] at 100kV and [-1.7%, 7 .2%] at 160kV.
Lennox et al. [Lennox 2014(1) ] performed similar comparisons using most of the same experimental data as Chen but with a slightly different method to estimate absorbance from experimental radiographs. They obtained a spread of relative errors similar to 5 .4%] at 100kV and [0. 0%, 6 .9%] at 160kV. In addition, Lennox et al. [Lennox 2012 ] spent considerable effort trying to determine the accuracy of the experimental data by using the measurements of the HEAF MicroCT reference specimens as an indicator of experimental variability. They concluded that the worst-case upper bound on the relative error of HADES was about 7.8% at 100kV and about 9.6% at 160kV for the materials examined and that HADES predictions generally lay within the estimated bounds of experimental accuracy for each primary (i.e., not reference) specimen.
Lennox et al. [Lennox 2014(1) ] also compared HADES simulations of an entire MicroCT scan of the six reference specimens to measured radiographs and found generally good agreement between measurements and simulations, although the simulation appeared to suffer from a slight error in magnification. Additionally, in a recent report, they [Lennox 2014(2) ] compared single-ray HADES estimates of LAC values to those obtained from reconstructed CT images measured with the HEAF MicroCT. As a result of the latter study, Lennox et al. concluded that using experimental beam-hardening compensation (BHC) coefficients provided better agreement between model and CT measurements than using HADES-derived BHC coefficients. Even with the improved agreement, however, modeling errors for the CT-derived values were significantly larger than errors which used individual single-ray estimates from DR images.
Aufderheide et al. [Aufderheide 2013 ] considered the peak absorbance of a set of three materials (graphite, polytetrafluoroethylene [PTFE] , and silicon) and, after adding an ad hoc 3.3mm-thick aluminum spectral filter to the model, produced HADES calculations that lay within 4% of measured values at 100kV and 160kV. Such close agreement is within the uncertainty of the x-ray attenuation cross sections used in HADES [Cullen 1989 , Aufderheide 2007 . Prior to adding the aluminum filter, Aufderheide updated the baseline HADES spectral models for the HEAF panel detector and source, refining construction details and recalculating the detector and source properties by using MCNP 5 [Briesmeister 2000] . The calculations in the present work use that updated baseline spectral model.
HEAF MicroCT Measurements of LAC Values
The measured data in this paper come from scans taken between January and May in 2010 as part of LEDP's Test Plan 35 (TP35). [Krauss 2009 ] Fourteen cylindrical solids of homogeneous, well known composition, density and diameter are used as experimental test specimens (Table 1) . They are a subset of the specimens first reported by Chen et al. and subsequently by Lennox et al. [Chen 2011 , Lennox 2011 -2014 Four of the specimens used previously are not considered here, because those measurements are suspect (see Appendix A). In the remainder of this paper, when we compare measurements to HADES calculations, previous or present, we are referring only to the fourteen measurements listed in Table 1 . None of the x-ray scans of any specimen in Table 1 is repeated. Therefore, it is difficult to get a direct estimate of the variability of the results of individual test specimens at a given x-ray voltage. (1)] strongly recommend scanning each specimen multiple times at each source voltage in order to understand measurement uncertainty better and to estimate useful statistical confidence intervals.
The MicroCT system is known to have changed through-out the months in which the xray scans of In this report, as in previous works [Chen et al. 2011 (1)], we use the peak absorbance measured from a single DR image to estimate the LAC through the center of a cylinder. By absorbance we mean ln(I o /I), where I o is the (incident) irradiance of the beam when the object is not in the beam and I is the (transmitted) irradiance when the object is in the beam. Figure 1 illustrates the variation of absorbance across a cylinder as determined from a HEAF MicroCT attenuation radiograph, an image in which every pixel value is the local absorbance of a narrow ray bundle. Along any given ray path, the absorbance and the effective linear attenuation coefficient of the material, , are related by
In Eq(2), L is the x-ray path length through the specimen [e.g., de Jonge 2004] . 
Central lineout through a cylinder
we first find the radiograph from a given scan set such that the test specimen is centered on the central axis of the x-ray system and is closest to the x-ray source, as described in Appendix C. Once the radiograph of interest has been identified, we make a "reciprocaltransmittance" radiograph of I o /I along the central five rows of the upper slit. To account for intensity changes during a scan, we monitor the mean signal in an unobscured 7x100 rectangular patch of pixels, the "Postage Stamp" region (shown as a green rectangle in Figure 2 ) and scale the entire radiograph by multiplying it by the ratio I (PS) /I o (PS) . The latter expression is the ratio of mean signals in the postage stamp region. We then calculate the absorbance everywhere in the five-rows-high image and create an attenuation radiograph.
Next we next find the median value column-wise across central portion of the five-rowhigh image of the upper slit. Doing so yields a single lineout as in Figure 1 (blue line). The absorbance is zero to the side of the specimen, rises smoothly across the specimen to a maximum and then falls smoothly back to zero on the other side of the specimen, apart from noise. To estimate the peak absorbance from the data, we fit a fourth-degree polynomial to the central section of the lineout through the specimen (about 1/3 the width of the specimen) and use the peak value of the fitted function as a best estimate of L. Dividing this value by L = D yields the measured value of  along a diameter. We then scale the result of Eq(2) according to Eq(1a) or (1b), to compensate for drift of the HEAF MicroCT system and save the result for comparison to a HADES calculation. 
Lower slit
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Estimating  from CT Reconstructed Images
Estimating  from a reconstructed CT image is a different process than estimating it from a DR image. First, unlike the DR images, the reconstructed images used by LEDP are compensated for beam hardening, discussed below. Second, a reconstructed CT image is a 3-D image in which the value stored in each volume element (voxel) is a direct estimate of , not an absorbance value, as in an attenuation radiograph. Therefore, in a CT image, one must average  over all voxels of interest to estimate the LAC value of a specimen.
In this section, we discuss the Beam-Hardening Compensation (BHC) and averaging methods used to process the experimental CT data in this report. The section concludes with mentioning a known bug that occurred in about half of the CT reconstructions. The error is completely repaired in our analyses.
Beam-Hardening Compensation (BHC)
For monoenergetic x-ray beams,  in Eq (2) is independent of the distance L and, equivalently, of the thickness of the test specimen. However, for polyenergetic beams,  declines as the path length L increases. This is because in every material x-rays at some energies are attenuated more than x-rays of other energies, and the more strongly attenuated x-rays are preferentially filtered out of the beam by the test object. For the test objects and x-ray energies of interest to LEDP, it is the low-energy x-rays that are preferentially filtered out of the beam as it propagates through a specimen. The mean xray energy of the transmitted beam therefore shifts to higher values ("harder" x-rays), and the mean LAC drops. This process is called "beam hardening."
To mitigate the effects of beam hardening on reconstructed CT images, the HEAF MicroCT reconstruction code, IMGREC [Bond 2014 ], applies a beam-hardening compensation (BHC) algorithm to CT measurements of  [Schneberk 2010 ]. In the algorithm, the attenuation, L, of each pixel in each attenuation radiograph of a scan is multiplied by the function
After the BHC algorithm has been applied, the image is then reconstructed.
The intent of BHC is to convert the measured absorbance to a value that is the thinspecimen value of  for the test specimen, regardless of the thickness of the specimen. When the absorbance of a material is much less than unity, the value of  approaches a thin-specimen limit. The thin-specimen limit of is a constant that is characteristic of the material of the test object and the x-ray spectrum of the incident beam, but it does not depend upon specimen thickness.
Ideally, a BHC algorithm works accurately with any material. In practice, BHC algorithms are based on a small number of reference materials and are rigorously accurate for only those materials. In 2010, the reference material used for the BHC algorithm during CT image reconstruction was aluminum. Such an algorithm tends to try to make the estimated value of the LAC to appear like that of aluminum. Consequently, it overcompensates for beam hardening in materials consisting only of elements of lower atomic number than aluminum -elements such as hydrogen, carbon, nitrogen, oxygen and fluorine. The BHC algorithm introduces a systematic bias to the estimated LAC values for those materials.
Mean LAC from a CT Reconstruction Following SOPs for MicroCT image reconstruction [DeMicco 2012 ] and data analysis, [Seetho 2011 , Kallman 2012 ] the mean LAC values  H and  L are estimated for each specimen from the reconstructed CT images with beam hardening compensation applied as in Eq(3). The essence of the algorithm is first to isolate a disk of the cylindrical specimen that is seven slices thick and centered in the upper slit of the MicroCT system, second to erode the outer layers of the disk in order to reduce partial-volume artifacts, and third to take the arithmetic mean of the remaining voxels in the core of the disk.
Repair of a Known Bug
Two almost identical versions of IMGREC were used to reconstruct the CT images in this and previous works. A known bug in one of the two versions underestimates  H and  L (cm -1 ) in some of the data by exactly 10% [Schneberk 2009 ]. This error is easy to fix by dividing the reconstructed values of a given scan by 0.9 when necessary, which we have done. Table 2 shows which reconstructed images required re-scaling, as indicated by a 0.9 in the columns for  L and  H , and those that do not, as indicated by a 1. After repairing the IMGREC bug and compensating for beam hardening, we correct  H and  L for system drift by applying Eqs(1a) and (1b). We then save the results for comparison to HADES. Appendix B provides a slightly more detailed description of the steps we have used to extract  H and  L from CT reconstructions. Conceptually, in the single-ray-path model, one calculates a 1-pixel transmission radiograph of I/I o along a known path length L of material and then determines  from Eq(2). In the calculation, the composition and density of the specimen and the spectral properties of the source, detector and object must be known, but details of the geometry are ignored, other than path length L. No collimator is included in the model, and detector blur is ignored. Geometrically, the model is equivalent to simulating an infinitely wide, uniformly intense, collimated beam passing through an infinitely wide slab of material and striking an infinitely wide planar detector array. Reducing the calculations to a single-pixel radiograph causes such simulations to be fast, and the technique has been applied for studying trends in LAC over changes in composition, density and thickness for large numbers of materials. The initial HADES validation papers for the MicroCT use this model. , Lennox 2014 ].
As the HADES model of the MicroCT system has progressed towards simulating full CT scans, the single-ray-path model has evolved. Instead of computing a 1-pixel radiograph of a planar slab specimen, one now computes an entire simulated attenuation radiograph of a cylinder using the full detector width. One then selects a single pixel of interest from the radiograph and saves only its simulated output. The rest of the radiograph is discarded. This "full-radiograph" approach includes effects of collimator slits and detector blur of neighboring pixels, whereas the original "single-pixel" approach ignores blur and neighboring pixels. All details of the geometry of the MicroCT experiment are now modeled. In the model the cylinder is centered laterally on the main axis of the xray system as close to the source as possible. (By main axis we mean the line through the center of the x-ray spot source and perpendicular to the axis of rotation of the MicroCT carousel.) In the present single-ray-path model, the pixel centered on the x-ray axis is the pixel of interest. The ray path lies along a diameter of the cylindrical specimen. While simulating a full radiograph takes considerably longer than computing a 1-pixel radiograph, it is faster than simulating an entire CT scan and reconstructing the image.
Single-Ray-Path Model for an Individual Projection
The key differences between simulating attenuation of the central ray in a DR image and simulating the mean value of  in a CT scan are the choice of path length to use and the implementation (or not) of BHC. In the DR images simulated in this work, beam hardening is not compensated and the x-ray path length through the cylinder is L = D, where D is the diameter of the cylinder. This matches the conditions in the experimental DR projections being simulated. Denoting the simulated LAC for the central ray through the cylinder as Proj
In Eq(4), the absorbance ln       I I o is understood to be computed along a diameter.
Single-Ray-Path Model for the Mean Value of  in a Reconstructed
CT Image
We now consider using the single-ray-path model to estimate the mean value of the LAC of a cylindrical object as determined by analyzing a reconstructed CT image. Let  CT denote that value. Further, let L denote the mean distance that all rays in the CT scan travel through the cylinder, and let  denote the mean value of the LAC through the cylinder in the absence of beam-hardening compensation. As shown in Appendix E,
In the MicroCT experiment, the fan-beam is almost a parallel-ray geometry. Thus, the mean path length across a cylindrical test object is approximately the mean chord length across the circular cross section of the cylinder, which for a circle
. We rewrite Eq(5) accordingly (Appendix E):
We then apply the experimentally obtained BHC function, Eq(3), to estimate  CT :
It is possible to derive a BHC function similar to Eq(3) based only on HADES. As mentioned above, however, Lennox et al. [Lennox 2014(2) ] have shown that using Eq(3), the experimental BHC, in Eq(6) has smaller errors than deriving a BHC function with HADES and using it instead. Therefore, the experimentally derived BHC function is used for all HADES results compared to experimental  L values.
Optimizing HADES' spectral model of the HEAF MicroCT System
The accuracy of HADES depends strongly on the accuracy of the spectral models used to represent the source and detector. As pointed out by Aufderheide [Aufderheide 2013 ] and others, accurate, detailed spectral data on the source and detector used by the HEAF MicroCT system are not readily available, because some of the information is tightly held by vendors and some simply is unknown. Consequently, even after carefully constructing physical descriptions of the MicroCT source and detector and then making reasonable estimates of values of their unknown parameters, one may have spectral errors in the source intensity or the detector response function or both.
From a modeling point of view, the spectral intensity S(E) and the spectral detection efficiency D(E) are used in HADES as a product, S(E)D(E). Here, E denotes x-ray photon energy. To correct spectral errors in the model of the MicroCT system, it is sufficient to find a spectral function that corrects the product S(E)D(E).
Aufderheide et al. [Aufderheide 2013 ] recently attempted to do this based on physical arguments. Conceivably, the MicroCT panel detector or source may have undocumented sheet(s) of material hidden to the eye that act as spectral filters. By inserting a sheet of a possible spacer or window material into the modeled beam and adjusting the thickness (areal density) of the material, one modifies the product S(E)D(E). Without any additional material in the modeled beam -i.e., using the best possible estimate of the spectrum of the MicroCT system -Aufderheide observed that the HADES model of  for three materials (graphite 2in diameter, PTFE 2in diameter, and silicon 1in diameter) had a bias to their errors, and the maximum error between model and measurement was much larger than the limiting uncertainty in the modeled material properties of the specimens. For an unbiased model, the mean error should be zero. Aufderheide introduced a 3.3mm (~1/ 8 inch) thick aluminum filter into the modeled beam, representing for example a possible hidden sheet inside the HEAF MicroCT panel detector. As a result, the maximum difference between calculated and measured LAC dropped to less than 4% in absolute value. Such an error is of the order expected for the library of LAC values used by HADES. [Cullen 1989 and Aufderheide 2007] We have applied Aufderheide's method using 14 test specimens instead of 3. Figure 3 shows a scatterplot of the resulting modeling errors for  L and  H. By modeling error we mean the relative difference between model and measurements,, expressed as a percentage.
As the figure shows, error values run from about -7% to +3.5%, a range of 10.5%, and the mean error is not zero. The spectrum used in the figure is the same spectrum used in [Aufderheide 2013 ], including a 3.3mm-thick ad hoc aluminum filter. In order to remove the statistical bias in the distribution of modeling errors, we have experimented with additional spectral adjustments. In doing so, we use only values of  determined from individual radiographs, not from CT reconstructions. This is because individual measured radiographs provide a more direct assessment of HADES than the CT reconstructions. CT analyses suffer from numerical artifacts such as beam hardening compensation, partial volume effects and angular under-sampling. Three optimization tests that we explored are listed below.
(a) Adjust the thickness of the ad hoc filter of aluminum to minimize the mean error. Introducing this aluminum gives an unbiased distribution of error values. As already stated, it represents the presence of a possible hidden sheet of material in either the detector or the source or both. We find that the optimal thickness of additional aluminum is 1.6359 mm (Figure 4 ), which is a plausible amount of material, given the uncertainties in construction of both the source tube and the detector panel. We have elected to use this modification to define the optimized spectrum. However, the improved results do not mean that a hitherto unknown 1.6359mm-thick sheet of aluminum is actually physically present in the MicroCT system. (b) Add an ad hoc filter of tungsten (W) instead of Al, and adjust its thickness to minimize the mean error. This correction represents compensating for an error in the takeoff angle of x-rays emanating from the tungsten anode in the source, which would affect the internal beam hardening of the emitted beam. This method works satisfactorily, but the mean error at 100kV is highly nonlinear. The optimal thickness is about 13 m ( Figure 5 ).
Figure 5. Mean error over all 14 test materials as a function of thickness of the added tungsten filter.
The mean error at 100kV is zero for a thickness of 13 m.
(c) Adjust the ratio of the line emissions to the broad-band (continuum) emissions in the source spectrum. This corresponds loosely to a variation in the depth of penetration of electrons into the anode in the source. This method requires an order of magnitude increase in the estimated line emissions at 100kV to minimize the mean error. The baseline spectrum is computed with MCNP 5 [Briesmeister 2000 ], a well-tested code, and such an increase is not believable. Therefore this approach is abandoned currently but may be investigated further in the future. Figure 6 shows the line and continuum features in the baseline x-ray source spectra used to model the HEAF MicroCT System. We find that the main effect of modifying the spectrum -whether by adding an ad hoc metal filter or by adjusting the ratio of line strength to continuum -is to shift the mean error up and down. The overall range of modeling error values (Max-Min) changes only slightly, except when trying to optimize the ratio of power in the continuum to power in the line spectra. Figure 7 and Tables 3 and 4 compare our single-ray-path HADES calculations to HEAF MicroCT measurements. The HADES spectrum is optimized with an ad hoc 1.6359mm-thick aluminum filter using only DR results. Figure 7 graphs modeling errors for  L and  H for both CT and DR data. As the figure shows, the errors for CT-derived values (diamonds) span a larger range, [-5%, 12%], than those for DR-derived values (triangles), [-6%, 5%] . Tables 3 (100kV) and 4 (160kV) display the same results on a specimen-byspecimen basis. Table 5 (DR at 100kV), Table 6 (DR at 160kV) and Table 7 (CT at both 100kV and 160kV) compare our results to previous results , Lennox 2014 (1) and 2014 (2) Tables 3 and 4 .) LLNL-TR-664835 
Validation Results
. Modeling error between the attenuation predicted by HADES central-axis method and that estimated from experimental CT reconstructions (blue) and from individual projections (red) for two energy channels, 100Al (solid markers) and 160AlCu (hollow markers) for fourteen materials.(See
Summary
The chief objective of this work has been to investigate the impact of recent changes in HADES modeling and experiment analyses upon validation results. The primary change in HADES has been revising the spectral model of the HEAF MicroCT. Aufderheide has recalculated the baseline spectral response of the Thales Flashscan 33 panel detector and the spectral intensity of the Yxlon D-09 450kV x-ray tube. To remove statistical bias from the distribution of modeling errors, we have inserted an ad hoc 1.6359mm-thick aluminum filter in the simulated x-ray beam. The main change in analysis of experimental data has been to compensate for a drop-off of system response that occurred over the five months in which measurements were taken. The specimens are fourteen homogeneous right circular cylinders of various materials, ranging between ½ and 2 inches in diameter. Each is chemically well characterized and of a known, uniform density. The measured LACs come from reconstructed images of computerized tomographic (CT) x-ray scans and from analyses of individual digital radiographs (DR) obtained during those scans. Each specimen is scanned only once at 160kV and once at 100kV.
We find the changes above have no obvious effect on the overall accuracy of the model. Table 8 summarizes the spread of modeling errors and compares this work to previous works by Lennox et al. [Chen, 2011, Lennox 2014 (1) and 2014(2)] The magnitudes of the modeling errors are such that their means over the set of all materials studied are smaller than 5% and are about three times less than their maximum values. By modeling error we mean the difference between the model and the measurement relative to the measured value, Eq(7). The results in this work are similar to previous HADES validation efforts to date, all of which use the same experimental data as we , Lennox 2014 (1) and 2014(2), Aufderheide 2013] . Although the ranges of modeling errors are similar, the distribution of errors among the specimens varies somewhat from report to report, due to minor changes in the analyses of the experimental data and small changes in the HADES spectral model. We find, as Lennox et al. did previously [Lennox 2014 (1) and 2014 (2)], that the modeling errors using DR-derived LAC values are about half the magnitude of the modeling errors using CT-derived LAC values. Note that the errors may be due to modeling, measurements or both. It is desirable to minimize the errors, but this is a goal for future work.
Future work
The following opportunities for future work exist:
 Improve the experimental accuracy and stability of the microCT measurements.  Repeat each microCT scan at least 2 times to improve statistical confidence.  Compare HADES to experiment in units of LU.  Collate existing HADES estimates from all of the single-specimen summary statistics reports and check the error range for mean LAC values over a large variety of materials. (The errors are almost certainly going to be much larger for the inhomogeneous materials in those reports than they were for the well characterized, homogeneous, unifory dense materials in this study.)  Simulate full CT scans and reconstructions, comparing simulations to experimental CT scans.
 Determine the amount of error involved in the single-ray approximations to CT measurements. (Are full CT simulations intrinsically more accurate numerically than the single-ray "mean LAC" approximation?)  Extend the microCT validation to other materials and possibly other voltages.  Do a detailed comparison of HADES to measurements on the upgraded HEAF MicroCT System.  Develop and test HADES models for other systems, including commercial systems.
APPENDIX A -TP35 Reference Materials Excluded from Consideration in this Report
a. The TP35 experiments for one inch Magnesium and one inch Aluminum ] appear to be outliers. When the QA bounds for these experiments were investigated by Lennox et al. [Lennox 2012 ], they did not meet the tolerance bounds and are therefore omitted from the HADES validation. b. Our HADES model does not model a bottle container. This contributes significantly to error in the HADES predictions for the ½ inch bottle of water (to a much larger extent than the one inch and two inch bottles of water). Therefore the half inch bottle of water referenced by Chen et al. will not be considered in these HADES Validation results. c. In the experiment for half inch PTFE, the reference specimen on the bottom carousel of MCT-HEAF scanner, was missing. The data processing to determine the projection closest to the source (explained in detail in Appendix C) relies on all six reference specimens being present on the bottom shelf.
Since the attenuation cannot be estimated from the raw projection data, the half inch PTFE is also not considered in the HADES Validation results.
APPENDIX B -Detailed Steps for Estimating  from CT values
1. Create attenuation radiographs that are compensated for fluctuations in x-ray intensity and beam hardening. A background irradiance image (empty field of view between the collimator and the detector panel) and all 400 of the images in a scan are flat-fielded and linearized -i.e., corrected pixel by pixel for spatial variations in offset and gain in the detector panel and then median filtered to remove bad pixels. Each of the 400 flat-fielded scan images is then divided pixel-wise by the flat-fielded background image. A small patch of unobstructed pixels (a "postage stamp" region) is monitored to account for changes in the source intensity, and 400 ratio images of I o /I are created, where I denotes the measured irradiance transmitted by the test object and I o denotes the background irradiance. The natural logarithm of each ratio image is then calculated, ln(I o /I), creating an attenuation radiograph from each ratio image. Next, the attenuation radiographs are compensated for beam hardening by multiplying the value in each pixel by an empirically determined function, Eq (3) in the body of the report. At 160kV, the materials of interest to LEDP exhibit little or no beam hardening, and beam hardening is ignored. At 100kV, however, beam hardening can be pronounced, producing a scoop-shaped profile. Beam hardening compensation (BHC) in the TP35 images has been accomplished with a polynomial whose coefficients were determined from measurements of cylinders of an aluminum alloy. For materials with a mean atomic number near that of aluminum (13), the BHC function works well, but for materials of lighter elements (C, H, N, O) , the BHC function overcorrects for the beam hardening.
2. Create a CT reconstruction. A fan-beam CT algorithm processes the attenuation radiographs to reconstruct a 3-D representation of the cylindrical test object. Each volume element (voxel) in the 3-D image holds a scalar value that represents the CTestimated value of  at that location in the test object.
3. Get attenuation coefficient from Analysis output: Using LEDP's standard procedure for analyzing reconstructed CT images [Seetho 2011 ], the 3D image is then segmented, eroded away from the boundary to minimize the effect of partial volume at the boundaries, and the mean attenuation coefficient of the remaining voxels is calculated . 4. Correct for reconstruction code error: Due a bug in the image reconstruction software that was used to reconstruct the raw data but which was fixed at some point during the TP35 time frame, some of the data contains a 10% error in attenuation. To correct for this, if the attenuation for the water reference specimen was below 0.0225 for 100Al channel and below 0.016 for 160Alcu channel then the attenuation coefficient is multiplied by (1/0.9). 5. Correct for the drop-off in attenuation: Eqs(1a) and (1b) in the body of the report are applied to compensate for system drift.
APPENDIX C -Finding the Angular Projection in which the Test Specimen is Closest to the Source and Centered on Axis
The procedure outlined below is adapted from [Lennox 2012 ].
1. Determine the boundaries of the top and bottom slits in each DR. An edgedetection algorithm is run on a DR projection to produce a binary edge map (1 for edge pixels and 0 for everything else). Then, starting from the top-most row in the image, the first row for which the sum of the pixels in the edge map is greater than a threshold is marked as the top of the top slit. Similarly, starting from middle row in the image, the first row above it for which the sum of the pixels in the edge map is greater than a threshold is marked as the bottom of the top slit.
The process is repeated for the bottom slit. Starting from the middle row of the image, the first row below it for which the sum of the columns in the edge map is greater than a threshold is marked as the row number of the top of the bottom slit. Similarly, starting from last row in the image, the first row above it for which the sum of the columns in the edge map is greater than a threshold is marked as the bottom of the bottom slit. Copper strip rotation is found as the column midway between the two crossing points. In Figure C -1, the outer two red lines mark the cross-over points. The center red line marks the column that contains the projected center of rotation of the specimen.
4. Determine the projection in which the specimen is closest to the source: From the sinogram for the top slit, determine the projection in which the image of the specimen is symmetric about the projected center of rotation and is widest (for the case that the specimen crosses the center of rotation two times). Call this projection the centered projection of the specimen. Use the positions of the left and right edges of the specimen -calculated as the locations of the maximum and minimum of the finite difference of that projection along the slit -to find the centered projection of the specimen.
14. APPENDIX D -Description of HADES as used in the present work. As shown in the figure, HADES accepts an input text file that specifies the composition, density and diameter of the MicroCT specimen, the wall thickness and density of a container that holds the specimen, and optional values of parameters used to make small adjustments on the baseline source spectrum. The latter include the thickness of an ad hoc aluminum filter and a numerical factor that changes the relative strength of line and continuum emissions from the HEAF MicroCT x-ray tube. In this work, we use 1.6359 mm as the thickness of the ad hoc aluminum filter and a value of 1 for the spectral line factor. Section 6 of this report discusses how we derive those values. HADES assumes that the specimen of interest is held in a polyethylene container, but the user may choose to eliminate the container from a simulation. When a container is used, the input file specifies the wall thickness and mass density of the container.
A MicroCT-system-specific Control Code controls the overall action of HADES, including reading input, defining the properties of the radiographic system, and producing MicroCT-tailored output. The Control Code links to BRL-CAD [Butler 2002 ] to create a detailed geometric model of all components of the system and enable HADES to calculate ray paths easily. The Control Code also connects HADES to external data files that model the spectral properties of the x-ray source and define the blur and spectral response of the detector. It creates the HADES Run Deck, a set of command lines and parameter values that direct the HADES calculations for each radiograph. While the HADES Run Deck can be created manually, it is better constructed by the MicroCTspecific Control Code. Finally, the Control Code enables HADES to simulate timevarying system changes and to turn on or off various features of the HADES code. This feature permits simulating a full CT scan with one HADES run.
The modules included in Figure BRLCAD. BRLCAD [Butler 2002 ] generates a CAD model of the MicroCT experimental setup using input from a control code. The version of BRLCAD used in this work is 7.24.0.
Control Code. The control code is a few C and IDL source files that control setup of the HADES model and then call the main HADES application to generate a MicroCT radiograph. It gets input from a text input file and a set of static data files and generates a text output file that is processed manually to apply experimentally derived BHC parameters to the calculated LAC values. Certain parts of the MicroCT system model are hard-coded into the Control Code, such as the composition, density, dimensions and placement of the MicroCT reference specimens and collimator. The version of the suite of control and x-ray system files used in this work is Version 1.5.
Input Text File.
 Diameter, density, and chemical composition of the specimen being simulated. These are arguments that the code expects at the command line. They currently must be specified in the input file.
 Wall thickness and density of the specimen container. A plastic vial or bottle holds the liquids and powders tested in the HEAF MicroCT. In this work the container is excluded from the model.
 Ad hoc Aluminum filter. The thickness of the ad hoc filter is an input argument that must be specified in the input file that the current version of the HADES code expects at the command line. As discussed in the body of this paper, selecting the thickness value of 1.6359 mm reduces the mean error to zero for 100Al.
 Spectral line fraction. This factor is available to adjust the ratio of power in the source line spectrum to power in the Bremsstrahlung continuum if desired. The default value of the factor in the baseline code is 1.0. Currently, this argument must be specified in the HADES input file. As mentioned in Section 6, adjusting this parameter does not seem to improve agreement between model and measurement for presently available data. We recommend leaving the parameter set to 1.0.
X-ray system Files.
 Two baseline source spectra. Spectra are 100kV with an aluminum filter (denoted "100Al") and 160kV with an aluminum filter plus a copper filter (denoted "160AlCu"). Each source spectrum is provided via a computer file that is part of the baseline HADES model code for the HEAF system. NOTE: the baseline spectral files used in the latest version of HADES differ slightly from those used in previous versions. Furthermore, previous validation tests by Chen et al. and Lennox et al. used the previous spectral files, which included no additional ad hoc filtering by aluminum.
 
